



TECHNICAL SPECIFICATIONS

***Example***
Type of Commodities:

Medical Equipment and Services
I. Equipment Specifications for portable x-ray Unit
Description of Function

1.1 The portable x-ray unit is required for …
… … … omissis … … …

3. Technical Specifications

A) Maximum rating for the Far fluroscopy shall be 75kVp 3-5mA (uncontinous use); and for the Far radiogarphy:75kVp 10mA,6s(interval time:3min) (Routine fluoroscopy condition:65kVp 3mA)
B) Power Supply: AC 220V,50HZ, 1kVA

C) Current: for fluoroscopy 2A (uncontinous)

D) Current for radiography 6A (instantaneous)

E) Size of screen: shall not be less than 203mmX254mm 

F) Range of movement: up-down: : shall not be less than 220mm; left-right: between 100-150 mm

G) tube turning angle: vertical between 350 - 360 degree, horizontal between 310 – 340 degree

H) Volume: shall not exceed 50cmX31cmX18cm

I) Weight: shall not exceed  25kg 
J) ……………………

2. Equipment Specifications FOR SURGICAL BEDS
… … … omissis … … …
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